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effect of the diagonal profile calibration in the dose 
measurements.  
 
Results: Measurements of open fields showed an over-
response (>3%) between measured and predicted doses at 
distances beyond 5 cm from CAX for IDU20 and beyond 10 cm 
from CAX for DMI calibrated with dmax profiles. Profile 
analysis for a 30x30 cm2 field IDU20 panel calibrated using 
the d5 diagonal profile showed an improved match (<3%) up 
to X=12 and Y=8 cm for 6X and up to X=13 and Y=9 cm for 
10X. The improvement for the DMI panel was up to 15 cm and 
14 cm for 6X and 10X, respectively, in both X and Y (Fig. 1)
 
 
The backscatter from the IDU20 panel is not corrected with 
this method and resulted in an increased discrepancy in the Y 
direction. For the DMI panel, which has reduced backscatter, 
the calibration with the d5 profile yielded an excellent match 
between predicted to measured dose. Furthermore, for the 
DMI panel, the open fields gamma analysis improved by up to 
5.3% for 6X and 15.2% for 10X. The test fluence patterns 
resulted in an improvement of up to 7.5% for 6X and 6.6% for 
10X (Table 1).  
 
 
 
Conclusion: The calibration of the imager panel using a 
diagonal profile at depth of d5 cm instead of the 
recommended depth of dmax resulted in an improved match 
between measured and predicted images for larger fields 
without affecting the results for smaller fields.  
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Purpose or Objective: We investigated the safety of 
Intrabeam™ system, X-ray unit for intraoperative 
RadoioTheray (IORT) by measuring surface dose using 
Optically Stimulated Luminescent Dosimeter(OSLD). 
 
Material and Methods: 30 patients were selected, who were 
in breast cancer patients and had an operation of breast 
conserving surgery (BCS). At the inner surface of tumor bed, 
20 Gy were described, and 5 Gy at 1cm depth from the inner 
surface. Along the the size of tumor bed which could be 
decided after resection of tumor, the size of applicator were 
determined. Usual treatment time were from 18 to 40 
minitutes. For the measurement of surface doses, OSLD were 
placed at superior (U1,2), inferior(D1,2), lateral(L1,2) and 
medial(M1,2) directions from the center of applicator. Each 
direction, two OSLD were placed at 0.5 cm and 1.5 cm from 
the center. Mean, maximum, and minimum doses were 
analyzed to be compared. 
 
Results: Mean values were U1 2.23±0.80 Gy, U2 1.54±0.53 
Gy, D1 1.73±0.63 Gy, D2 1.25±0.45 Gy, L1 1.95±0.82 Gy, L2 
1.38±0.42 Gy, M1 2.03±0.70 Gy, and M2 1.51±0.58 Gy. 
Maximum values were 4.34 Gy at U1, and Minimum values 
were 0.45 Gy at M2. 13.3 % of patient (4pts out of 30) were 
reported that surface dose were over 4 Gy. 
 
Conclusion: The fact that skin dose of all patients were less 
than 5 Gy based on OSLD measurement showed the safety of 
Intrabeam™ system. In the relatively small breast volume, 
the tendency that surface dose was increased had been 
shown, which was analyzed by the data of patients who 
irradiated over 4 Gy at skin surface. Therefore, for 
appropriate indication for IORT, it is suggested that breast 
volume as well as the size and position of tumor should be 
carefully considered. 
 
 
Electronic Poster: Physics track: Radiation protection, 
secondary tumour induction and low dose (incl. imaging)  
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Purpose or Objective: With daily image guided kV cone-
beam computed tomography (kVCBCT), dose to organs near 
the target can exceed 1 Gy during a treatment with 30 
fractions. Treatment with proton radiation reduces the dose 
outside the tumor, and reducing the dose from kVCBCT gets 
even more relevant. Reducing the dose from kVCBCTs can be 
done by shrinking the area that receive kVCBCT or lower the 
dose used for the uptake of kVCBCT. Prior study showed that 
the mAs used for kVCBCT can be greatly reduced without 
reducing the image quality (B. Loutfi-Krauss, 2015). This 
study have measured and compared the dose to organs at risk 
in children using different kVCBCT protocols. 
 
Material and Methods: The dose from kVCBCTs in the Varian 
TrueBeamTM accelerator were measured with 
thermolumenesence detectors (TLD), for lens, breast and 
gonads on CIRS anthromorphic children phantoms age 1, 5 
and 10 years.  
The kVCBCTs where performed with three different standard 
protocols: Head 1, Head 2, Thorax and Pelvis. In table 1 the 
settings for the different protocols can be seen.  
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In figure 1 the difference in image quality can be seen going 
from 133 mAs (optimized protocol) to 1064 mAs (standard 
pelvic protocol).  
 
 
 
Results: For a scan in the head region going from Head1 to 
Head2 protocol reduced the mean dose to lens. For the 1 
year old child the dose is reduced from 6,6mGy to 1,7mGy. 
For the 5 years old child from 6,6mGy to 1,4mGy.  
For the 10 years old child form 6,6mGy to 1,4mGy. For a scan 
in the Pelvis region changing the protocol from Thorax to 
Pelvis increased the dose to the Breast from 0,2 to 0,7mGy 
and Gonads from 13,6 to 57,8mGy for a 5 years old child. For 
a 10 years old child the breast dose is increased from 0,1 to 
0,4 mGy and gonads from 11,8 to 46,0 mGy.  
With daily image guidance kVCBCT is performed up to 30 
times. For the five year old child it is an extra dose to the 
gonads of 30 x 44,2 mGy = 1,3Gy changing the protocol from 
thorax to pelvis.  
As seen on figure 1 the image quality drops going from pelvis 
to thorax protocol in the pelvic areas, but the opportunity for 
bone match is just as good with the thorax protocol. 
 
Conclusion: It matters what protocol is used for the kVCBCT 
uptake. It is possible to reduce the dose remarkably when 
choosing the most optimized protocol.  
Changing the scan range for head to avoid the lens reduce 
the lens dose with 471%. Another area where the scan range 
could be of great interest is the thorax region for girls. The 
radiation sensitive breast tissue can be spared if an 
appropriate scan range is chosen. 
The image quality drops when mAs is reduced. But be aware 
of the purpose of the image. Often it is not necessary to see 
the soft tissue, since a bone match is performed. Being able 
to evaluate on bones does not require a high image quality. 
The next step is to define new dose reduced protocols for 
kVCBCT for each age group 1, 5 and 10 years, and the work 
will be finished before ESTRO 2016. 
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Purpose or Objective: To investigate if VMAT shows any 
disadvantage in terms of reduction of second cancer risk 
(SCR) compared to 3DCRT using different high dose 
fractionation schemes in patients treated with RT for rectal 
cancer (RC) 
 
Material and Methods: 25 patients with stage I-III RC and 
pre- or postoperative RT were included in this ethics-
approved retrospective study. Planning CT data prior to RT 
were used. CTV for rectal cancer was delineated using RTOG 
contouring atlas. Organs at risk (OAR) (ICRP 2007) contoured 
on each CT data set were bladder, colon, sigmoid, bone, 
gonads, uterus, skin, small intestine, muscle, anus. 
PTV=CTV+5 mm. 3-field technique 6/15 MV 3DCRT and 6 MV 
VMAT plans were created (Eclipse, v.10, AAA-algorithm). 
Doses prescribed were 25x1.8 Gy and 5x5 Gy, respectively. 
Carcinogenesis model to estimate SCR emphasizes cell 
kinetics of radiation-induced cancer by mutational processes 
was used, integrating cell sterilization processes described by 
the LC model and repopulation effects. Model parameters 
were obtained by fits to epidemiological, cancer specific 
carcinogenesis data for carcinoma and sarcoma induction. 
From DVHs of structures of interest SCR in relation to organ 
equivalent dose (OED) was calculated. OED was converted to 
excess absolute risk for a western population for each organ 
as well as for all organs together. Resulting lifetime SCR from 
specific radiotherapy treatment was determined by lifetime 
attributable risk (LAR) by an integration of excess absolute 
risk from age at RT to lifetime expectancy (90 years) 
 
Results: Mean LAR was highest for organs adjacent or close 
to PTV. Total LAR for VMAT and 3DCRT was 2.4-3.0% and 2.0-
2.7%, respectively. For 5x5 Gy LAR was 1.4-1.9% for VMAT 
and 1.2-1.6% for 3DCRT and half as high as using 25x1.8 Gy. 
Median percentage LAR difference for OAR was significantly 
higher for VMAT irrespective of fractionation, and highest for 
bladder and colon. Individual differences in LAR ranged from 
0.2-15.9% for 25x1.8 Gy and 0.1-9.6% for 5x5 Gy. Size and 
shape of PTV influenced SCR, and was highest for age≤40 
years. For a patient with additional lifetime of 60 years, LAR 
was 10% for 25x1.8 Gy and 6% for 5x5Gy. No difference was 
detected using VMAT or 3DCRT 
 
Conclusion: For bladder and colon LAR is lower using 3DCRT, 
however difference is small. Compared to epidemiological 
data (Birgisson J Clin Oncol 2005) SCR is smaller when using a 
hypofractionated schedule treating RC. Total SCR is 2% at 
normal life expectancy. Risk is highest for young patients 
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Purpose or Objective: There is a growing awareness of dose 
delivered to parts the body outside the target volume during 
external beam radiotherapy. This concomitant dose could 
arise from external linac head leakage and scatter, scattered 
therapy dose outside the target volume, as well as non-
therapeutic doses from imaging for planning and delivery, 
such as CT planning scans. Total concomitant dose has 
increased steadily with the introduction of more imaging 
procedures to the treatment process and the drive for better 
images quality. Much of this exposure is only loosely 
monitored and it could be the case that the cumulative 
concomitant dose has a negative biological effect even within 
the context of radiotherapy [1]. To quantify the dose 
contributed by CT planning scans, a retrospective dose audit 
was carried out on a TOSHIBA AQUILION LB multislice CT 
scanner at Derby Teaching Hospitals in July 2015. 
 
Material and Methods: A cohort of 200 patients were 
identified, twenty each from ten of the most frequently used 
CT scanning protocols who were scanned in the 12 months 
immediately prior to the dose audit. Patients undergoing CT 
planning scans were initially identified in the Mosaiq 
Oncology Information System (Elekta, Crawley, UK) and 
subsequently interrogated via the PACSWeb system, 
(Centricity Enterprise Web V3.0, GE Healthcare, Barrington, 
IL). Data harvested from PACSWeb included: Number of 
slices, slice thickness, CTDIVOL, DLP, Patient sex, Patient 
Age, total scan time, transverse width and AP width. Mean 
Effective Dose (E) was derived from values of DLP for each 
examination using appropriately normalised coefficients. As 
yet, there are no published UK national guidelines for 
planning CT scans. However, to put the results of this audit 
into context we have compared local DLP and CTDIvol to 
similar values published for a previous UK national (diagnostic 
CT) dose audit [2]. The following relationships were 
